[Functionality of inhalation aerosols is inadequate or lost at low temperature].
Correct and safe performance of metered-dose inhalers are necessary for efficient treatment of asthma under all climatic conditions. The spray mechanism malfunctioned when canister temperature was below -15 degrees C. The range and propagation of the spray plume at canister temperatures below 10 degrees C deviated clearly from those at 20 degrees C. Also the composition and particle concentration of the spray plume at low temperatures differed from those at more normal temperatures. Information must be provided to the effect that a canister must not be cold when used.